Virus Neutralization Test in a Capillary Tube.
A simple and accurate virus titration method which requires extremely low numbers of cells per test vessel is described. Inhibition of metabolism was the criterion for 50 percent end point analysis when capillary tubing was used as the cell culture container. Virus neutralization titers were obtained within 24 hours.